The detection of Aspergillus fumigatus precipitins is of importance in the diagnosis of all forms of human aspergillosis. The principal serological method at present used to detect these antibodies is the double diffusion test. Counter immunoelectrophoresis (CIEP) is a simple and rapid method which has been reported to be useful for detecting antibodies in persons with fungal infections including candidiasis, coccidioidomycosis, and histoplasmosis (Gordon et al., 1971; Hellwege et al., 1972; Kleger and Kaufman, 1973; Odds et al., 1975) . Previous reports (Ward and Kohler, 1973; Dee, 1975) (Golberg, 1962; Henderson, 1968 Glass slides were coated to a depth of 1-5 mm and a template was used to cut a pattern of peripheral antigen wells of 4 mm diameter arranged 6 mm (edge to edge) from a 12 5 mm diameter central serum well. Diffusion was carried out in moist chambers for up to one week at room temperature. The slides were rinsed in 0-1 M saline overnight, dried, and stained with 0.5 % Coomassie Brilliant Blue R.
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COUNTER IMMUNOELECTROPHORESIS (CIEP)
Glass slides were coated to a depth of 1-5 mm with 1 % agarose (Meath) dissolved in 0-05 M veronal buffer pH 8-2. Wells of 4 mm diameter, set 4 mm apart, were cut in the gel; serum specimens were placed in the anodic wells. Electrophoresis was carried out with 0 05 M veronal buffer pH 8-2 as the reservoir buffer. A constant current of 10 mA was applied for 2 hours at room temperature. The slides were rinsed in 5 % tri-sodium citrate for 15 minutes, then in 0-1 M saline overnight, dried, and stained with 0 5 % Coomassie Brilliant Blue R.
A range of A. fumigatus antigen (Bencard) dilutions was first tested against a number of positive serum specimens from persons with aspergillosis to minimise the incidence of false-negative results due to antigen excess or precipitation at or in the anodic (serum) well. A concentration of 5 mg per ml was found to give optimum results for both antigens with regard to the position and definition of the precipitin lines produced.
Results
The 
Discussion
The findings of this investigation confirm previous reports (Ward and Kohler, 1973; Dee, 1975) (Coleman and Kaufman, 1972; Dee, 1975) . Precipitins have, however, been detected in some asthmatic patients without definite aspergillosis and in patients with bronchiectasis or fibrosis (Longbottom and Pepys, 1964; Henderson et al., 1968) . Their presence has been attributed to occult infection with A. fumigatus.
In conclusion the results indicate that CIEP is a sensitive method for detecting A. fumigatus precipitins and suggest that it has potential diagnostic applications in aspergillosis. 
